The error in absorption measurements, caused by the use of non-monochromatic light-I Parabolic functions.
The errors in absorption measurements in spectrophotometry, caused by the use of non-chromatic light, have been calculated. Parabolic functions have been assumed for the wavelength-dependence of the intensity of the incident light falling on the cell and of the absorbance of the compound measured. Results of the calculations may be used to predict non-linearity of absorbance-concentration curves or photometric titration curves.